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Operations i<
Pre-scan

(ffload processes:
» Patient to arrive earler if sedation required

a Safety questionnaire in waiting area

+ ¢GFR calculated before patient is on Scanner o

o 1V line placed outside scanner %’
(eg., at nursing station) \ y ‘q

s ECG leads placed outside scanner T
(wired vs. wireless) s
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